From: 

Khan, Annie (DPH) 

Sent: 

Friday, June 11, 2010 6:36 AM 

To: 

Nassif, Julianne (DPH) 

Subject: 

UV QC 

Hi Julie, 



The UV has been going slightly out of spec for our criteria. Dannie has done several calibrations on over several days 
and certain wavelengths are falling out of spec. 

How should I proceed? We have until the end of the month to do the QC. 

Thanks. 

Annie 

Drug Analysis Lab 
617-983-6631 (work) 

617-983-6625 (fax) 
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